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Sang's Planimeter*, admirable as it is in many respects, involves one element of imperfection which cannot but prevent our contemplating it with full satisfaction. This imperfection consists in the sliding action which the edge wheel or roller is required to take in conjunction with its rolling action, which alone is desirable for exact communication of motion from the disk or cone to the edge roller.
The very ingenious, simple, and practically useful instrument well known as Amsler's Polar Planimeter, although different in its main features of principle and mode of action from the instruments just referred to, ranks along with them in involving the like imperfection of requiring to have a sidewise sliding action of its edge rolling wheel, besides the desirable rolling action on the surface which imparts to it its revolving motion.—a surface which- in this case is not a disk or cone, but is the surface of the paper, or any Other plane face, on which the map or other plane diagram to be evaluated in area is drawn.
Professor J. Clerk Maxwell, having seen Sang's Planimeter in the Great Exhibition of 1851, and having become convinced that the combination of slipping and rolling was a drawback on the perfection of the instrument, began to search for some arrangement by which the motion should be that of perfect rolling in every action of the instrument, corresponding to that of combined slipping and rolling in previous instruments. He succeeded in devising a new form of planimeter or integrating machine with a quite new and very beautiful principle of kinematic action depending on the mutual rolling of two equal spheres, each on the other. He described this in a paper submitted to the Royal Scottish Society of Arts in January 1855, which is published in Vol. IV. of the Transactions of that Society. In that paper he also offered a suggestion, which appears to be both interesting and important, proposing the attainment of the desired conditions of action by the mutual rolling of a cone and cylinder with their axes at right angles.
The idea of using pure rolling instead of combined rolling and slipping was communicated to me by Prof. Maxwell, when I had the pleasure of learning from himself some particulars as to the
* Sang's Planimeter is very clearly described and figured in a paper by its inventor, in the Transactions of the Royal Scottish Society of Arts, Vol. iv.
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